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Triglyceride(TG)  Content Assay Kit
Note:  Take two or three different samples for prediction before test.
Operation Equipment:  Spectrophotometer

Catalog Number: AK0530
Size:50T/48S

Components:
Reagent I:  Self-provided reagent, add 45 mL of n-heptane and 45 mL of isopropyl alcohol to a glass 

bottle. Seal and mix well, storage at 4℃ .
Reagent II: 7 mL×1 bottle. Storage at 4℃ .
Reagent III: 30 mL×1 bottle. Storage at 4℃ .
Reagent IV: 10 mL×1 bottle. Storage at 4℃, protected from light.
Reagent V: 30 mL×1 bottle. Storage at 4℃, protected from light.
Reagent VI: 30 mL×1 bottle. Storage at 4℃, protected from light.
Standard: powder ×1 bottle, add 5 mL of Reagent I before use. 1mg/mL triglyceride standard solution, 

storage at 4℃ .

Product Description:
Triglyceride(TG) is a fat molecule formed by long-chain fatty acids and glycerol, which is not only the 

main component of cell membrane, but also an important respiratory substrate. The TG is extracted with 
isopropyl alcohol, then hydrolysis to glycerol and fatty acids after saponification of TG by KOH. Glycerol 
is oxidized by periodic acid to form formaldehyde.  Condensation of formaldehyde and acetylacetone to 
form  yellow  components  in  presence  of chloride  ions.  The  yellow  component  has  a  characteristic 
absorption at 420 nm and proportional to the TG content.

Reagents and Equipment Required but Not Provided:
Spectrophotometer,  water bath, adjustable pipette,   1 mL glass cuvette,  n-heptane, isopropyl alcohol, 

distilled water, 100 mL empty glass bottle.

Procedure:
I. Sample preparation
1)   Tissue: Ice-bath homogenate is conducted according to the ratio of tissue mass (g): Reagent I volume 

(mL) = 1: 5~10 (it is suggested to take about 0.1 g of tissue and add 1 mL of Reagent I). Centrifuge at
8000 g for 10 minutes at 4℃, supernatant is used for test.

2)   Bacteria or cell: Suggested 5 million with 1 mL of Reagent I. Splitting bacteria or cell with ultrasonic 
for 1 minute (power 20%, work time 2 s ，interval 1 s). Centrifuge at 8000 g for 10 minutes at 4℃, 
supernatant is used for test.

3)   Serum: Detect directly.
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II. Procedure:
1.    Preheat Spectrophotometer for 30 minutes, adjust the wavelength to 420 nm, set zero with 

distilled water.
2.    Preheat water bath to 65℃ .

Reagent name (μL) Blank tube (AB) Standard tube( AS) Test tube(AT)

Distilled water 200 - -
1 mg/mL Standard solution - 200 -

TG test solution - - 200
Reagent I 625 625 625
Reagent II 125 125 125

Mix thoroughly after adding Reagent I, add Reagent II, shake strongly for 30 s, stand several minutes. 
After layering, 75 μL of the upper layer solution is taken and put it into a new EP tube.

3.    Detect TG content:

Reagent name (μL) Blank tube (AB) Standard tube( AS) Test tube(AT)
Upper layer solution 75 75 75

Reagent III 250 250 250
Reagent IV 75 75 75

Mix thoroughly,  water bath at 6 5℃  for 3  minutes

Reagent V 250 250 250
Reagent VI 250 250 250

Mix thoroughly, water bath at 65℃ for 3 minutes.

Take out the EP tubes, colorized at 420 nm after cooling.
Note: Blank tube and standard tube only need to be measured once.

III. Calculation:
1     Serum:

TG(mg/dL)= C×(AT- AB)÷(AS- AB) ×100 =100 ×(AT- AB)÷(AS- AB)

2     Tissure:
Protein concentration:

TG(mg/mg prot)= C×V×(AT- AB)÷(AS- AB) ÷(Cpr×V)=(AT- AB)÷(AS- AB) ÷Cpr
Sample weight:

TG(mg/g) = C×V×(AT- AB)÷(AS- AB) ÷W=(AT- AB)÷(AS- AB) ÷W
3     Bacteria or cell:

TG(U/104 cell) = C×(AT- AB)÷(AS- AB) ÷D=(AT- AB)÷(AS- AB) ÷D

V: The volume of reagent1, 1mL;
C: Standard concentration, 1mg/ mL;

100:1dL=100 mL;
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Cpr: Sample protein concentration (mg/mL);
W: Sample weight(g);

D: Density of bacteria or cell, 104 cell/mL.

Note:
1. There are volatile substances in the kit. Gloves and masks should be worn during the experiment. 

The reagent bottle cap should be closed in time after opening.

2 . After the  addition  of Reagent Ⅱ  ,  it is necessary to repeatedly  and violently vibrate,   so that 
the triglyceride in the test solution can be fully extracted, and the oscillation amplitude, time, repeated 
times and waiting for stratification time should be consistent.

3 .  In order to ensure the repeatability of the test,  the cooling time after each water bath should 
be unified.

4. If the OD value of the test tube is greater than 1, it is recommended to dilute the sample with 

Reagent Ⅰ properly before testing, and multiply it by the corresponding dilution multiple during 
calculation.
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Related Products：

AK0412/AK0411  Free Cholestenone(FC) Content Assay Kit

AK0269/AK0268  Acetaldehyde Dehydrogenase(ALDH) Activity Assay Kit

AK0323/AK0322 Acetyl CoA carboxylase(ACC) Activity Assay Kit

AK0327/AK0326 Total Cholesterol(TC) Content Assay Kit

Technical Specifications:
The detection limit: 0.0559 mg/mL
Linear range: 0.0625- 1.2 mg/mL


